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Overview 

This technical user guide is intended for the PANDAA LASV Training Kit,  a panel of synthetic 

RNA exclusively for us with the Aldatu Bioscience PANDAA LASV kit,  an in vitro real-time PCR 

[qPCR] assay for the amplification and detection of Lassa virus viral RNA.  

This kit is for Research Use Only and is not intended for use in diagnostic procedures.  

 

Contents and Storage 

Reagents  

The kit includes ten (10) samples made from non-infectious synthetic RNA covering the target 

regions in the Lassa virus genome for the PANDAA LASV kit. 

Label LASV Isolate Lineage Copy Number Volume 

A LP/Pinneo I 5 copies / µL 200 µL 

B Josiah IV 5 copies / µL 200 µL 

C Soromba-R V 5 copies / µL 200 µL 

D Togo VI 5 copies / µL 200 µL 

E Nig08-04 II 500 copies / µL 200 µL 

F Nig08-04 II 5 copies / µL 200 µL 

G LCMV * - 500 copies / µL 200 µL 

H Nig08-A18 III 5,000 copies / µL 200 µL 

I Nig08-A18 III 500 copies / µL 200 µL 

J Nig08-A18 III 5 copies / µL 200 µL 

 

* Note: LCMV [lymphocytic choriomeningitis mammarenavirus], is a mammarenavirus closely related to 

LASV and acts as a specificity negative control for the PANDAA LASV Training Kit. 

Storage and Stability 

The PANDAA LASV Training Kit is shipped on dry ice and the kit components will arrive frozen. 

All components should be stored between -25°C and -15°C upon arrival.  After thawing, the 

samples can be stored between 2°C and 8°C for up to 24 hours. More than two freeze-thaw 

cycles of the reagents should be avoided to ensure assay performance.  
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PANDAA LASV Training Kit Step-by-Step Instructions 

Before Beginning 

Please follow all instructions on page 8 of the PANDAA LASV Instructions for Use in order to 

prepare the PANDAA LASV Mastermix.  

Running the Training Samples 

Each sample should be run in four replicates with the positive and negative control from the 

PANDAA LASV kit. In total, you will run 48 samples [12 x 4], which uses one half of a PANDAA 

LASV kit.  

1. Briefly spin the sample tubes to collect drops that may have formed on the sides of the tubes. 

2. Add 10 µL sample RNA or 10 µL positive / negative control to each well / tube containing 

LASV PANDAA master mix. You do not need to pipette up and down to mix. 

3. Seal the 96-well reaction plate with optical adhesive film or reaction tubes. Briefly spin the 

96-well plate before placing in the real-time PCR instrument.  

Real-time PCR Protocol 

Please follow all instructions for the PANDAA LASV kit. 

Data Analysis – Expected Results 

Label LASV Isolate Expected Results 

A LP/Pinneo Detected 

B Josiah Detected 

C Soromba-R Detected 

D Togo Detected 

E Nig08-04 Detected 

F Nig08-04 Detected 

G LCMV * Not Detected 

H Nig08-A18 Detected 

I Nig08-A18 Detected 

J Nig08-A18 Detected 

Positive Control - Detected 

Negative Control - Not Detected 
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Customer and Technical Support 

Email: support@aldatubio.com 

Address: Aldatu Biosciences  

313 Pleasant Street 

Watertown, MA 02472 

USA 

 

Disclaimers 

This kit is for Research Use Only and is not intended for use in diagnostic procedures. 

Aldatu Biosciences will not be liable for any direct, indirect, consequential or incidental damage 

related to or arising from the use, the results of use of this product or document.  This User Guide 

Document is provided “as is” and is subject to being changed, without notice, in future editions. 

Aldatu Biosciences does not guarantee in any way that you will obtain satisfactory results from 

using this product as described herein. The only warranty provided is limited product warranty, 

that is, if this product does not meet the standard performance for control samples, the product 

will be replaced at no charge. 

 

Trademarks 

PANDAA, PANDAA and the Aldatu Biosciences logo are trademarks of Aldatu Biosciences, Inc. 

FAM and ROX are trademarks of Life Technologies Corporation. VIC® is a registered trademark 

of Life Technologies Corporation. All other trademarks that appear in this document are the 

property of their respective owners. 

 

Patents 

The PANDAA technology is covered by US Patent No. 10,100,349 and European Patent 

Application No. 3052656 owned by the President and Fellows of Harvard College and exclusively 

licensed to Aldatu Biosciences, Inc. 

 

Copyright 

©2023 Aldatu Biosciences, Inc. 

mailto:support@aldatubio.com
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Explanation of Symbols 

 

For research use only 

 

Catalog number 

 

Batch number 

 

Storage temperature range 

 

Use-by date 

 

Contents sufficient for n reactions 

 

Consult Instructions for Use 

 

Contents of the PANDAA™ LASV kit 

 

Manufacturer 

RUO

REF

LOT

∑

Cont.
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